
Scope of Work 

Calibration and Preventive Maintenance 

1. Incubator 

2. Precision Water Bath 

3. Autoclave 

4. Digital weighing balance 

5. Programmable peristaitic pump 

6. Pharma refrigerator 

7. Conductivity Meter 

8. Thermohygrometer 

9. Alcohol Thermometer 

10. Freezer Thermometer 

11. pH Meter, benchtop 

Note: Schedule of calibration and maintenance is September 2024. 

Repair 

1. Autoclave — replacement of heating coil for Wiseclave (WACS-2100, SN 0400536119L001) 

Note: Schedule of repair is August 2024. 

Scope: 

1. The Contractor shall provide all parts, labor, tools and test equipment necessary to perform 

calibration and repairs of tools and equipment listed. 

2. The number of calibrated items stated in this scope of work is the number of pieces that will 

be required number to be completed. 

3. The Contractor shall comply with the most current version of the references and standards 

for calibration and repair procedures. 

4. The Contractor shall have and maintain the PAB / (ISO) 17025 Certification. 

5. Service report and certification of each laboratory equipment calibrated and maintained 

must be submitted fifteen (15) days after calibration and maintenance is completed. 

6. The contractor's standard warranty period for repaired items will be incorporated into the 

contract. 

Prepared by: 

EfhO. Paderes 

Senior Quality Control Inspector 
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